Postoperative gastrostomy site leakage correlated to the dimension of the gastrostomy button in children

Sjövie, Helen; Larsson, Lars Torsten; Arnbjörnsson, Einar

Published in:
Gastroenterology Insights

DOI:
10.4081/gi.2010.e9

2010

Link to publication

Citation for published version (APA):

Total number of authors:
3

General rights
Unless other specific re-use rights are stated the following general rights apply:
Copyright and moral rights for the publications made accessible in the public portal are retained by the authors and/or other copyright owners and it is a condition of accessing publications that users recognise and abide by the legal requirements associated with these rights.
• Users may download and print one copy of any publication from the public portal for the purpose of private study or research.
• Users may not further distribute the material or use it for any profit-making activity or commercial gain
• Users may freely distribute the URL identifying the publication in the public portal

Read more about Creative commons licenses: https://creativecommons.org/licenses/

Take down policy
If you believe that this document breaches copyright please contact us providing details, and we will remove access to the work immediately and investigate your claim.
Postoperative gastrostomy site leakage correlated to the dimension of the gastrostomy button in children

Helen Sjövie, Lars Torsten Larsson, Einar Armbrönnsson
Department of Pediatric Surgery, Skåne University Hospital, Lund, Sweden

Abstract

The laparoscopic placement of gastrostomy buttons for feeding tubes is the preferred method of gastrostomy in children with feeding requirements. This intervention often leads to some minor postoperative problems, including gastrostomy site leakage. The aim of our study was to test the hypothesis that the postoperative leakage after a video-assisted gastrostomy is correlated to the dimension of the gastrostomy button used during the operation. Included in the study were 164 children with nutritional problems who consecutively underwent surgery; they had a video-assisted gastrostomy operation. In the first 87 children, a 14 French (Fr) gastrostomy button was used and in the last 77, a 12 Fr button was used. After the operation, the children were followed up prospectively and all complications were documented according to the study protocol.

Our study revealed a significant correlation between the dimension of the gastrostomy button and the postoperative leakage at the gastrostomy site. The rate of leakage at the gastrostomy site was 37% in the children who had 14 Fr gastrostomy buttons compared to 18% (P=0.038) in the children who had 12 Fr gastrostomy buttons, during the first six months postoperatively. These results suggest that postoperative gastrostomy site leakage was significantly higher in children who had 14 Fr gastrostomy buttons than in those with 12 Fr buttons. To avoid this complication, 12 Fr gastrostomy buttons should be used.

Introduction

Primary laparoscopic placement of gastrostomy buttons for feeding tubes is a safe and simple technique and the preferred method of gastrostomy in children.1 The dimensions of the gastrostomy buttons used have decreased over time from 24 French (Fr) to 12 Fr. The question arose whether the reduction in dimension of the gastrostomy button leads to fewer postoperative complications and if we should demand even smaller devices (e.g. 8 Fr) from the industry. This study was undertaken to test the hypothesis that a reduction of the dimensions of the gastrostomy buttons leads to fewer postoperative complications. We are not aware of any similar reports in the literature.

Materials and Methods

A heterogeneous sample of 164 children, who consecutively had the standardized laparoscopic placement of a gastrostomy button1,2 under general anesthesia during the period from January 2005 to August 2009, were included prospectively and followed up. The first 87 patients received a 14 Fr gastrostomy button in the stoma while the remaining 77 received 12 Fr gastrostomy buttons in their stoma. The length of the buttons used was 1.2 cm or less in 47% of the children and 1.5 cm or more in 53% of the children, with no significant difference between the groups. We used the MicKey® gastrostomy button (Ballard Medical Product, UT, USA). Twelve Fr (1 Fr = 1/3 mm) buttons have the diameter of 4.0 mm compared with 4.7 mm of the 14 Fr buttons, making the cross-sectional area (π x r²) of the 12 Fr button 72% of that of the 14 Fr button.

The indications for a gastrostomy were nutritional problems that persisted for more than six months,3,4 in children with severe diseases. There were no contraindications to surgery in any of the cases. A barium meal had been performed in all patients to rule out a gastric outlet obstruction. All patients were evaluated clinically for gastro-esophageal reflux disease (GERD) before the operation and none had the indication for concomitant surgery for GERD.

All the children were followed-up prospectively during the first postoperative days in the hospital and at one and six months after the operation. The endpoint of the study was six months after the surgery. Additional follow-ups were performed any time at the request of the child’s guardians. All complications were documented according to a standardized protocol by a specially trained nurse. The postoperative complications requiring treatment that we registered included:

- granuloma resulting in intervention, such as cauterizations;
- infection requiring antibiotics; and
- a leakage that required further management, including a change to a new button with a different length or size, or a change of volume in the balloon of the button, or frequent (greater than two times a day) change of dressings.

This study included follow-up of only the patients operated on routinely. The protocol was designed to meet the legislative requirements. This intervention often leads to some minor postoperative problems, including gastrostomy site leakage. The aim of our study was to test the hypothesis that the postoperative leakage after a video-assisted gastrostomy is correlated to the dimension of the gastrostomy button used during the operation. Included in the study were 164 children with nutritional problems who consecutively underwent surgery; they had a video-assisted gastrostomy operation. In the first 87 children, a 14 French (Fr) gastrostomy button was used and in the last 77, a 12 Fr button was used. After the operation, the children were followed up prospectively and all complications were documented according to the study protocol.

Our study revealed a significant correlation between the dimension of the gastrostomy button and the postoperative leakage at the gastrostomy site. The rate of leakage at the gastrostomy site was 37% in the children who had 14 Fr gastrostomy buttons compared to 18% (P=0.038) in the children who had 12 Fr gastrostomy buttons, during the first six months postoperatively. These results suggest that postoperative gastrostomy site leakage was significantly higher in children who had 14 Fr gastrostomy buttons than in those with 12 Fr buttons. To avoid this complication, 12 Fr gastrostomy buttons should be used.

Results

There were no serious surgical complications, such as perforation of hollow organs or bleeding. In the immediate postoperative period, no wound or intra-abdominal complications occurred. There were no re-operations owing to adhesions or leakage. The patients’ demo-
Discussion

When correlating the incidence of minor complications in these groups of infants and children with different diagnoses and sizes of gastrostomy buttons, we found a significant difference between the gastrostomy site leakage and the size of the gastrostomy buttons. These findings support our hypothesis that the size of the gastrostomy button influences the complications of leakage through the gastrostomy site. Therefore, we can claim that the use of a gastrostomy button with smaller dimensions reduces the number of postoperative gastrostomy site leakages. However, both the 12 Fr and 14 Fr buttons are very small and a greater leakage rate may be seen if we compare them with buttons of larger dimensions; for example, 24 Fr buttons with an area four times that of the 12 Fr buttons. Data from our previous publications where gastrostomy buttons with larger dimensions were used showed that large gastrostomy buttons were associated with more postoperative complications.\(^4\) The complications from the gastrostomy button in this study were recorded prospectively, and included local infections and mechanical problems with pain and leakage. The same types of complications were encountered in both groups and were similar to those in our previous experience.\(^4\) When using 24 Fr and 16 Fr gastrostomy buttons of the same type as we used in this study, we demonstrated a higher frequency of postoperative complications.\(^4\)

It is unknown whether even smaller gastrostomy buttons (e.g. 8-10 Fr buttons) may decrease the postoperative gastrostomy site leakage further. In addition to the size of the gastrostomy buttons, there are other ways to decrease the leakage rate. For example, changes in the operative technique for constructing a gastrostomy may lead to a gastrostomy closing more tightly around the gastrostomy button; or the path of the gastrostomy may be laid in an oblique way through the abdominal wall, thereby lengthening the gastrostomy and leading to a tightening of the gastrostomy channel with increased abdominal/stomach pressure, thus decreasing the leakage rate.

Serious complications, such as gastro-colic or gastro-intestinal fistulas, bleeding, leakage into the peritoneal cavity, peritonitis, dislocation or occlusion of the gastrostomy button, were not seen in our patients. The problems met by the infants and their parents and summarized in this study are reported in the literature rarely, although they are well known and often seen after a surgical gastrostomy or percutaneous endoscopic gastrostomies (PEG). These problems were not life threatening and did not affect the lives of the infants and their families. However, they should be taken into account in patient counseling and when discussing the need for a gastrostomy in individual patients.

In the method described here as well as in the open surgical procedure, the gastrostomy button is put in place directly, eliminating the need for a later change of the button, as is the case after PEG where this is usually done after six weeks and may demand anesthesia or sedation for the child.

In spite of the fact that the data presented in this study were gathered prospectively, there are weaknesses and bias in the study. Firstly, the operative interventions were performed by seven pediatric surgeons, and therefore there are small individual variations in the performance of the operative intervention. Secondly, although the follow-up evaluation at one and six months postoperatively was in the hands of two professionals at the hospital, there is a place for small individual variations in the

### Table 1. Demographic data and the diagnosis of the children.

<table>
<thead>
<tr>
<th>Gastrostomy button dimension</th>
<th>Number of patients (male/female)</th>
</tr>
</thead>
<tbody>
<tr>
<td>12 Fr</td>
<td>N = 77 (36/41)</td>
</tr>
<tr>
<td>14 Fr</td>
<td>N = 87 (41/46)</td>
</tr>
</tbody>
</table>

<table>
<thead>
<tr>
<th>Age in years, median (range)</th>
<th>1.1 (1 mth-14 yr)</th>
<th>1.7 (2 mth-14 yr)</th>
</tr>
</thead>
<tbody>
<tr>
<td>Weight in kg, median (range)</td>
<td>9.0 (3.6-39.4)</td>
<td>9.4 (4.0-41.0)</td>
</tr>
<tr>
<td>Z-score** median (range)</td>
<td>1.9 (-7.1 -1.9)</td>
<td>2.1 (-6.0 -1.3)</td>
</tr>
</tbody>
</table>

### Table 2. Complications of a gastrostomy button, button dimension, and button length.

<table>
<thead>
<tr>
<th>Button dimension</th>
<th>12 French N = 77</th>
<th>14 French N = 87</th>
<th>P*</th>
</tr>
</thead>
<tbody>
<tr>
<td>Leakage</td>
<td>14 (18%)</td>
<td>32 (37%)</td>
<td>0.038</td>
</tr>
<tr>
<td>Granuloma around the gastrostomy**</td>
<td>22 (29%)</td>
<td>35 (40%)</td>
<td>0.194</td>
</tr>
<tr>
<td>Infection leading to use of antibiotics</td>
<td>20 (26%)</td>
<td>19 (22%)</td>
<td>0.648</td>
</tr>
</tbody>
</table>

<table>
<thead>
<tr>
<th>Button length</th>
<th>≤1.2 cm N = 78</th>
<th>≥ 1.5 cm N = 86</th>
</tr>
</thead>
<tbody>
<tr>
<td>Leakage</td>
<td>46/32</td>
<td>31/55</td>
</tr>
<tr>
<td>Granuloma around the gastrostomy**</td>
<td>20 (26%)</td>
<td>26 (30%)</td>
</tr>
<tr>
<td>Infection leading to use of antibiotics</td>
<td>23 (29%)</td>
<td>34 (40%)</td>
</tr>
</tbody>
</table>

*The Mann Whitney U-test was used for statistical calculations. **These figures are also expressed as weight-for-age Z-scores. Calculated as (actual weight – mean weight)/standard deviation according to the nationally standardized weight curves.
reporting of the registered complications. Thirdly, the patient group was heterogeneous with differences in diagnosis and age, and the number is relatively small. Fourthly, the important difference in the patients’ state of nutrition was not taken into account in these small groups of children when the cohort had been split into subgroups. Nevertheless, we concluded that a reduction of postoperative gastrostomy site leakage may be gained with the use of gastrostomy buttons with a smaller dimension.

References