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Abstract 

Flaps are widely used in oculoplastic reconstructive surgery to cover defects following 
the removal of tumors, malformations, or trauma. Adequate blood perfusion of the flap 
is crucial for its survival. Knowledge about the perfusion in different type of flaps is 
therefore of great value. The main aim of the studies presented in this thesis was to 
investigate the changes in blood perfusion in advancement and rotational flaps using 
laser speckle contrast imaging (LSCI) on pigs and humans, in particular in oculoplastic 
surgery, but also to examine how the blood perfusion in these flaps is affected by the 
flap length and diathermic coagulation. Flaps from three different locations were used; 
random skin flaps on pig flank (Paper I), Hewes tarsoconjunctival eyelid flaps on pigs 
(Paper II) and human upper eyelid skin flaps (Papers III and IV). 

The results showed that blood perfusion decreased along the length of the random skin 
flap, and that the relationship between perfusion and distance from the base was 
nonlinear (Papers I, III, and IV). In human upper eyelid skin flaps the greatest decrease 
was seen in the first 15 mm. Beyond 15 mm the perfusion exhibited a constant low 
value (Papers III and IV).  

Stretching the nonrotated random skin flaps on the pig flank with a force of 3 N 
reduced the perfusion to 45%, while a force of 10 N reduced it to 29%, compared with 
the baseline value (Paper I). In human upper eyelids, stretching the nonrotated random 
skin flaps with 2 N reduced the perfusion to 43% (Paper IV). Simply rotating a random 
skin flap or a Hewes tarsoconjunctival flap appeared to have little effect on blood 
perfusion, however, the combination of rotation and stretching had considerable effects 
on perfusion (Papers I, II and IV). In human upper eyelid skin flaps, the combination 
of rotation (90°) and stretching with 2 N reduced the perfusion to 22%, compared 
with the baseline value (Paper IV). 

It was also found that diathermic coagulation had detrimental effects on blood 
perfusion, which was seen to decrease with increasing number of applications (Papers 
II and III).  

In conclusion, blood perfusion decreases rapidly with distance from the base of random 
skin flaps. Rotation combined with stretching reduced the blood perfusion 
significantly, and should thus be avoided in long flaps. Diathermic coagulation also 
reduced the blood perfusion, and its use should be carefully considered.  
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Introduction 

Plastic reconstructive surgery is used in the repair and reconstruction of defects 
following the removal of tumors, malformations or trauma. Skin flaps are widely used 
in plastic reconstructive surgery to cover defects. The advantages of local flaps over 
secondary intention healing or skin grafting include better matching of skin color and 
texture together with minimal wound contraction (1). The flap must be long enough 
to allow it to be moved from the donor site to the recipient site, while still having 
sufficient blood perfusion to ensure viability of the tissue. The effects of rotating and 
stretching a random flap on its blood perfusion have not been sufficiently investigated, 
particularly in oculoplastic surgery.  

The work described in this thesis was carried out to investigate the change in blood 
perfusion in random advancement and rotational flaps, and to examine how the blood 
perfusion in flaps is affected by the flap length and diathermic coagulation. Laser 
speckle contrast imaging was used to monitor perfusion, first in a porcine model and 
thereafter in humans focusing mainly on the upper eyelid region. 

Classification of flaps 

Flaps can be classified according to their blood supply, such as random and axial flaps. 
But they can also be classified based on the primary movement of the flap (2). Two 
well-known types of tissue movement are advancement and rotation. In many cases, it 
is necessary to both rotate and stretch skin flaps to cover a defect. Such flaps are often 
described by both their blood supply and their primary movement, e.g. random 
advancement flaps or random rotational flaps. 

Random flaps 

A random skin flap, unlike axial flaps, lacks a specific vessel for vascularization. It is 
perfused by musculocutaneous microcirculation in the tissue, and the blood supply is 
derived longitudinally from the dermal plexus at the base of the flap. The capacity of 
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the dermal plexus is, however, limited since it lacks an axial arteriovenous system (3, 
4). It is known that a random flap is more viable on the face than anywhere else on the 
body, and most skin flaps are of this type, especially in the richly vascularized periorbital 
region (2, 4).  

Axial flaps 

An axial flap has a large cutaneous arteriovenous system that provides blood supply 
within the skin, parallel to the skin surface. An axial pattern flap incorporates an 
anatomically named vascular pedicle (3, 5). Such a flap can be created in the periorbital 
region utilizing the superficial temporal artery. Axial flaps are not often used in 
oculoplastic surgery (2), and were therefore not investigated in this work.   

Advancement flaps 

Advancement flaps are sliding flaps that are stretched and moved directly forwards in a 
linear direction without any rotation or lateral movement to close a defect (1, 2). 
Because of this, advancement flaps rely on the elasticity of skin and its ability to stretch 
and cover the defect. Stretching and advancing a local tissue flap and suturing it to the 
defect leads to wound tension at the distal border of the flap. This should be taken into 
account when designing these kind of flaps (1) in order not to impair blood perfusion, 
thereby preventing distal necrosis. Rectangular advancement flaps are the most 
commonly used type of advancement flap in the periorbital area (2).This kind of flap 
is well-suited for repairing eyelid defects. It is especially useful in treating pretarsal eyelid 
skin defects since the incision can be made using a standard blepharoplasty procedure 
and the flap advanced horizontally (parallel to the lid margin) (2). 

 

Figure 3. Illustration of an advancement flap used to repair a defect in the upper eyelid (Courtesy of Jenny Hult).  
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Rotational flaps 

A rotational flap is a local flap in which adjacent tissue is rotated around a point to 
repair a defect, by essentially rotating the skin into the defect (2, 6). It is widely used in 
reconstructive surgery in various parts of the body. In the periorbital region, rotational 
flaps are commonly used to repair larger eyelid defects (7, 8). Rotational flaps allow 
large areas of tissue with a wide vascular base to be mobilized for reconstruction. Apart 
from being rotated, they are also stretched to cover the defect (6). Although rotating a 
flap may cause strangulation at the base. The impact on blood perfusion when rotating 
a flap in reconstructive oculoplastic surgery has not yet been investigated. 

 

Figure 4. Illustration of a rotational flap (Courtesy of Jenny Hult).  
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Blood circulation in the skin 

Human skin forms an external barrier surrounding the body and has three main 
functions: protection, sensation and thermoregulation. The skin has an outer layer, the 
epidermis, and an inner layer, the dermis. The epidermis is mainly composed of 
keratinized epithelium. The thickness is about 0.04 mm to 1.4 mm thick and varies 
with location on the body. It is about 0.04 mm thick in the upper eyelids (9, 10). 
Underneath the epidermis is the dermis, which is composed of fibroblasts and dense 
connective tissue that provide support and nutrients to the epidermis. It also contains 
hair follicles, sweat glands, nerves, lymphatic vessels, and blood vessels. The thickness 
of the dermis also varies with location on the body. It is about 0.6 mm thick in the 
eyelids, but approximately 3 mm on the palms of the hands and the soles of the feet 
(9).  

The skin has a rich network of blood vessels. Its cutaneous microcirculation is organized 
in two horizontal plexuses: the superficial dermal plexus, just underneath the epidermis, 
and the subdermal plexus, at the dermal–subcutaneous junction. Ascending arterioles 
and descending venules are paired as they connect the two plexuses. From the dermal 
plexus, arterial capillaries rise to form the dermal papillary loops, which provide the 
avascular epidermis with nutrition and oxygen (11).  

 

Figure 5. Illustration of the dermal circulation showing the two plexuses (Courtesy of Jenny Hult). 

The vessels of the dermis have numerous shunts (arteriovenous anastomoses) between 
the two major plexuses, which are used for thermoregulation. They help to maintain a 
constant temperature in the body by regulating the blood flow in the capillaries of the 
papillary layer.  
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Blood circulation in the human eyelid 

The eyelids contain several anatomical structures that keep the eye lubricated and 
protect it from the outer world. The tarsal plates of the upper and lower eyelids consist 
of dense fibrous connective tissue that provide stability, and are anchored to the orbital 
rim by the medial and lateral canthal ligaments. The tarsal plates are 1 mm thick, and 
the upper plate has a height of 10-12 mm. Skin moves freely over their anterior surface, 
although the conjunctiva is tightly bound to the posterior surface. The conjunctiva is a 
thin translucent mucous membrane. It consists of a superficial conjunctival epithelium 
overlying a loose connective tissue stroma that contains a rich vascular network, similar 
to that in the eyelid. In addition, it also receives blood from the anterior ciliary arteries 
(12).  

The upper eyelid skin has a rich and complex vascular network. It is supplied by 
anastomoses between branches of the internal and external carotid arteries. These 
anastomoses run between the collateral branches of the ophthalmic artery: supraorbital 
artery and supratrochlear artery and the collateral and terminal branches of the external 
carotid artery: angular artery, lateral palpebral artery and superficial temporal artery. 
The venous drainage follows a similar pattern to the arterial supply (12, 13). The upper 
eyelid has two arterial arcades; the marginal arcade is located on the anterior tarsal 
surface 2 to 3 mm from the eyelid margin, while the peripheral arcade is found on the 
upper border of the tarsus. The arcades connect medially with the medial palpebral 
arteries and laterally with the lateral palpebral arteries. Most of the blood flow to the 
eyelids comes from the medial canthus (14).  

 

Figure 6. Illustration of the vascularization of the periorbital region (Courtesy of Jenny Hult).  
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Monitoring blood perfusion in flaps  

Monitoring the blood perfusion of tissue is challenging. It is difficult to measure the 
microcirculation in flaps, but advances in laser-based techniques in recent decades have 
made it easier to monitor the perfusion of flaps. Laser speckle contrast imaging (LSCI) 
is a recently developed non-invasive technique. The object is illuminated by a laser 
beam which is spread over the surface of the flap, and the backscattered light, which 
forms a pattern consisting of dark and bright areas called a speckle pattern, is used to 
obtain a measure of the perfusion (15). If the illuminated object is static, the speckle 
pattern is stationary. When there is movement in the object, such as the flow of red 
blood cells in a tissue, the speckle pattern changes with time, allowing the blood 
perfusion to be quantified. The results are given in arbitrary units called perfusion units 
(PU). LSCI is a fast, full-field technique for the imaging of microvascular perfusion 
(16). Current LSCI equipment can produce up to 100 images per second of the 
microvascular blood perfusion on the surface of tissue over a relatively large area (up to 
24 x 24 cm), with a resolution of up to 100 μm/pixel and with high reproducibility. 
The measurement depth of LSCI depends on factors such as vascular anatomy and the 
concentration of red blood cells. Previous studies have reported measurement depths 
of approximately 700 μm (17, 18). 

LSCI is now used in several fields of medicine, such as neurology, dermatology, 
ophthalmology, and the treatment of burns (19, 20). LSCI has also recently been used 
to image blood perfusion in skin flaps (21, 22). 
Stewart et al. were the first to describe the use of LSCI to assess superficial blood 
perfusion in the surgical treatment of burns. They measured burn scar perfusion and 
compared laser Doppler imaging and LSCI, and concluded that LSCI performed well 
(23). Other reported uses of LSCI are in the prediction of brain infarction (24) and 
functional brain mapping (25). Many studies have been published on the use of LSCI 
within the field of ophthalmology, since this allows the effect on the cardiovascular 
system to be studied in great detail, for example, to monitor the effects of diabetes (26, 
27). 

Full-field monitoring of skin perfusion was one of the earliest reported uses of LSCI 
(28) since the skin is easy to access. LSCI has been demonstrated to be useful in 
quantifying the overall perfusion of the capillary bed (29). In dermatology, LSCI is 
used to study port-wine stain birthmarks (30), to monitor the effects of their treatment 
(31, 32), and as a surgical guidance tool to reduce the number of sessions required for 
complete port-wine stain blanching (33, 34).  
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In reconstructive flap surgery, LSCI has been used to monitor blood perfusion in 
Hughes tarsoconjunctival flaps (35) and in full-thickness eyelid flaps (36-38). Rauh 
and colleagues measured the skin perfusion with LSCI in 27 free flaps intra-operatively, 
and noted that the perfusion in flaps that later developed postoperative complications 
was significantly lower than in other, successful, flaps (39). Zötterman and colleagues 
used LSCI to predict flap necrosis and to investigate perfusion and its correlation with 
postoperative complications in deep inferior epigastric perforator flaps used in breast 
reconstruction. They also used LSCI to study venous outflow obstruction in porcine 
flaps. In this study they compared blood perfusion measurements of LSCI with laser 
Doppler flowmetry and concluded that LSCI was a reliable technique to assess 
microcirculation in flaps (21, 40, 41).  

Thesis at a glance 

The studies described in this thesis are summarized below. LSCI was used to measure 
perfusion in all studies. 

Study Aims Flap type Subject 
I To study how blood perfusion is affected by the 

length, degree of rotation, and stretching of flaps. 
Random flap Pig flank 

II To study how blood perfusion is affected by the 
degree of rotation, stretching and diathermic 
coagulation. 

Hewes tarso-
conjunctival flap 

Pig eyelid 

III To study how blood perfusion in flaps is affected 
by flap length and diathermic coagulation. 

Random flap Human eyelid 

IV To study how blood perfusion in flaps is affected 
by the length, degree of rotation and stretching. 

Random flap Human eyelid 
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Aims 

General aims 

The main aims of the work presented in this thesis were to investigate the changes in 
blood perfusion in advancement and rotational flaps, and to examine how the blood 
perfusion in flaps is affected by the flap length and diathermic coagulation, using LSCI 
on a porcine model and on human upper eyelids. 

Specific aims  

• To study how blood perfusion in random skin flaps is affected by flap length, 
and the degree of rotation and stretching of the flap, using LSCI, in a porcine 
model. 

• To study how blood perfusion in Hewes tarsoconjunctival flaps is affected by 
the degree of rotation and stretching of the flap and diathermic coagulation, 
using LSCI, in a porcine model. 

• To study how blood perfusion in upper eyelid skin flaps is affected by flap 
length, the degree of rotation and stretching of the flap, and diathermic 
coagulation, using LSCI, in patients. 
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Methods 

Animal studies  

Eight domestic pigs were used to study perfusion in random skin flaps (Study I) and 
Hewes tarsoconjunctival flaps (Study II). The pigs had a body weight of approximately 
70 kg. The experiments were performed under general anesthesia, which was 
maintained throughout the experiments. An intramuscular injection of Dexdomitor® 
(0.03 mg/kg) mixed with Zoletil® (6 mg/kg) was used for premedication. Anesthesia 
was then induced by intravenous Pentocur® (0.5 g mixed with 20 ml 0.9% sodium 
chloride solution) and Fentanyl B. Braun® (2 μg/kg). Anesthesia was maintained by 
continuous infusion of fentanyl, Ringer’s acetate and sodium thiopental. Blood 
pressure and pulse were monitored and kept within 120–140 / 80–100 mmHg and 
60–80 bpm, respectively. The room temperature was maintained at 20°C. At the end 
of the experiments, the pigs were euthanized while still under general anesthesia.  

The Ethics Committee for Animal Research at Lund University, Sweden, approved the 
experimental protocols for these studies. The pigs received care in compliance with the 
European Convention on Animal Care.  

In Study I, rectangular random skin flaps were dissected on the flank of the pigs. The 
flaps were 1 cm wide and 4 cm long, and extended through the subcutaneous tissue 
down to the muscle fascia, giving a thickness of about 0.8-0.9 cm. Following dissection, 
perfusion in the flaps were allowed to stabilize for one hour before commencing the 
experiments. The flaps were stretched with a force of 3 or 10 N using forceps (measured 
on a digital scale), and/or rotated 45° or 90°.  
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Figure 7. Example of a random skin flap on the flank of a pig. 

In Study II, Hewes tarsoconjunctival eyelid flaps were raised. A more detailed 
description can be found in the Methods section in Paper II. In the rotation and 
stretching experiments, the flaps were rotated manually, by 90° or 180°, using forceps. 
The effects of rotating the tarsoconjunctival flap by 90° and stretching it with a force 
of 5 N or 10 N were also investigated. A suture was attached to the tip of the flap which 
was then attached to a digital scale. The flap was manually extended by pulling on the 
scale until it showed 0.5 kg (a force of 5 N) or 1.0 kg (a force of 10 N).  

 

Figure 8. Representative LSCI images showing blood perfusion in Hewes flaps rotated 90° and 180°, and stretched with 
forces of 5 or 10 N. The final image shows occlusion of the blood flow. The color scale is shown on the right: white and 
yellow indicating high perfusion and purple and black low perfusion.  
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In the diathermic coagulation experiments, diathermic coagulation was applied four 
times at a location approximately 5 mm distal from the base of the Hewes 
tarsoconjunctival flaps, using monopolar diathermic coagulation. The first application 
was at the upper edge of the base, the second at the lower edge of the base, and the 
third and fourth applications on the dorsal side of the base.  

Blood perfusion was measured in the flaps before mechanical manipulation, using 
LSCI, to obtain a baseline value. When the rotation and stretching and diathermic 
coagulation experiments had been concluded, the blood supply to the base of the flaps 
was occluded to obtain a value for zero blood flow, as LSCI measures the blood 
perfusion in arbitrary units, rather than absolute units.  

Human studies  

Sixteen patients were included in the human studies: eight in Study III and fiftheen in 
Study IV. These patients had been referred to the Department of Ophthalmology, 
Skåne University Hospital, for upper eyelid blepharoplasty. They were consecutively 
recruited for the studies during February 2017 through May 2018. The patients’ 
medical records were not made available before the day of surgery. Exclusion criteria 
were inability to provide informed consent or physical or mental inability to cooperate 
during the local anesthetic procedure. No patients were excluded. Surgery was 
performed under local anesthesia. Lidocaine® (20 mg/ml) without adrenaline was used 
for local anesthesia, to prevent vasoconstriction of the vasculature and to allow 
perfusion measurements. Lidocaine is a weak vasodilator and may increase perfusion 
slightly. However, as the local anesthetic was administered in a standardized fashion in 
all patients, this should not have affected the outcome of the study.  

All the patients participating in the studies were given information about the study, 
and were informed of the voluntary nature of participation. All patients gave their fully 
informed written consent. The protocol for these experimental studies was approved 
by the Ethics Committee at Lund University, Sweden. 

The eyelid skin was excised as in conventional blepharoplasty, apart from one end, 
which remained attached to mimic a random skin flap. The flap consisted of skin only, 
with no orbicularis muscle. It may be argued that a flap based on the medial upper 
eyelid is not necessarily a random flap due to distinct branches of the angular artery. 
However, only the skin was dissected, avoiding the angular artery and its subsequent 
arcades, and was therefore considered a random flap.  
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Figure 9. Photograph showing an upper eyelid skin flap.  
Perfusion was first measured without any rotation or stretching of the flap. Perfusion 
was thereafter measured under different stretching forces. Two sutures were inserted at 
the end of the flap, which were attached to a thin nylon line. This was threaded through 
a shackle mounted on a floor stand that was placed laterally to the patient’s head. 
Different weights were added to the end of the nylon line (0.05, 0.10, and 0.20 kg) to 
achieve approximate stretching forces of 0.5, 1, and 2 N. To measure perfusion during 
rotation, the traction device was moved from laterally to superiorly of the patient’s 
head. 

The eyelid flap was diathermized 3 times (25 W, bipolar, KLS Martin ME102, KLS 
Martin, Tuttlingen, Germany) to investigate the effect on perfusion. The first time was 
at the upper edge of the base, the second time at the lower edge of the base, and the 
third time at the middle of the base. The blood perfusion was measured 15 mm from 
the base after each application of diathermic coagulation.  

 

Figure 10. Photograph showing a skin flap being diathermized. 
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Baseline values were obtained by measuring the perfusion at a point just outside the 
flap in undissected tissue, and the values recorded were set to 100%. After the LSCI 
measurements had been completed, the skin flap was detached, and the blepharoplastic 
procedure was completed according to normal clinical routine. The biological zero was 
measured on the detached piece of skin, and the value recorded was set to 0%.  

LSCI equipment 

The same LSCI system was used to obtain images of blood perfusion in the flaps in all 
experiments (PeriCam PSI NR System, Perimed AB, Järfälla, Sweden).  The PeriCam 
PSI System uses an invisible near-infrared laser (785 nm), a CCD camera and a 
processing software for blood perfusion measurements. A visible red laser (650 nm) is 
used to facilitate the positioning of the imager relative to the subject. A separate color 
camera is used for documentation (42).  

 

Figure 11. The PeriCam PSI NR system used for LSCI (Courtesy of Perimed AB, Sweden). 

Safety aspects 

Laser light with high energy is known to be harmful, particularly to the retina. 
However, the laser in the LSCI instrument is a class 1 laser with low energy output and 
tissue penetration. According to the manufacturer, both the measurement laser and the 
guidance laser are safe to use without eye protection (42). However, a corneal shield 
was used to protect the eye when using LSCI in the human studies. 
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Results and discussion 

Blood perfusion in advancement flaps  

Blood perfusion along the length of the advancement flap 

The flap design used in these studies reflects the design of advancement flaps commonly 
used in oculoplastic surgery to cover a skin defect. The results of Study I on pig flank 
showed that blood perfusion along the length of the random skin flap was reduced to 
60% 20 mm from the base, to 37% 30 mm from the base, and to 27% 40 mm from 
the base, compared to the baseline value. In Studies III and IV the perfusion 
measurements were made along the length of the upper eyelid random skin flaps in 
humans. In Study III, the blood perfusion was reduced to 69% of the baseline value 
when measured 5 mm from the base of the flap, to 40% when measured 10 mm from 
the base, and to 20% when measured 15 mm from the base. At 20 mm from the base, 
the blood perfusion was only 13% of the baseline value. The same trend was seen in 
Study IV, i.e. the blood perfusion decreased gradually from the base to the tip of the 
flap. The flap was only well perfused in the proximal 10 mm (60% at 5 mm and 37% 
at 10 mm) and was minimally perfused beyond 20 mm (22%).  

The decrease in blood perfusion along the length of the random flap was expected. 
However, the findings indicated that the relationship between perfusion and distance 
from the base was nonlinear. In human upper eyelids (Studies III and IV) the greatest 
decrease was seen in the first 15 mm. Beyond 15 mm the perfusion exhibited a constant 
low value. This nonlinear decrease in blood perfusion is in line with the results of Study 
I and other studies on full-thickness lower eyelid flaps in the pig and humans (37, 38). 
However, the blood perfusion was better preserved in the current study on flaps on the 
pig flank (Study I) compared to the thin upper eyelid skin flaps including only the skin 
and its subcutis in the present work (Studies III and IV). This may be because the 
random flaps on the pig flank are thicker, and therefore have a more extensive vascular 
network. In a previous study on the pig flank, it was shown that perfusion was better 
maintained in thick flaps than in thin flaps (43). 
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These findings indicate that, from the perspective of perfusion, the optimal length of a 
thin random upper eyelid skin flap with a 5 or 10 mm base is 15 mm. This is in line 
with previous studies on animal skin flaps. Stranc et al. (44) monitored rat dorsal skin 
flaps with near-infrared spectroscopy and reported that the tissue was hypoxic at 
distances greater than 20 mm from the flap base. In a previous study on random skin 
flaps on the pig flank a decrease in perfusion was reported with length, approaching 
zero 25 mm from the flap base (43). If larger tissue areas are required, a free graft could 
be used. However, the tip of a long flap is basically a partially vascularized (0%–15%) 
skin graft and may be preferable to a neovascularized free skin graft.  

In clinical practice, it is common to limit the width:length ratio of skin flaps in 
oculoplastic surgery to 1:4 or 1:3, as the viable length of a flap is thought to depend on 
the width of its base (5). The base of the flap in Study III had a width of 5 mm, while 
in Study IV the base was almost 10 mm wide. The blood perfusion decreased in a 
similar manner in both series of flaps, regardless of the width of the base. This suggests 
that the distance from the base is more important than the width of the base. In a 
previous study on blood perfusion in random advancement porcine skin flaps, it was 
reported that the width:length ratio of the flap did not determine the blood flow or 
oxygenation (43). The viable length of a flap does not necessarily depend on the width 
of its base. It has also previously been demonstrated experimentally that flaps made 
under similar conditions survive to the same length regardless of width (45). 

Blood perfusion when stretching an advancement flap 

Tension is commonly applied to advancement flaps when they are used to repair 
defects, for example, after tumor surgery. Tension results if the flap is stretched too 
tightly. Stretching the random skin flaps on pig flank with a force of 3 N reduced the 
perfusion to 45%, while 10 N reduced the perfusion to 29%, measured 20 mm from 
the flap base (Study I). In human upper eyelid skin flaps, stretching with 2 N decreased 
perfusion to 43% at 5 mm (Study IV).  

Anything compromising the blood perfusion after transposition can jeopardize flap 
survival. Indeed, it has been shown that stretching increases the risk of necrosis due to 
strangulation of the blood vessels in advancement flaps. In 1980, Stell used a porcine 
model to study the effect of stretching by observing the discoloration and survival of 
skin flaps, when subjected to different amounts of tension (no stretching, slightly 
stretched, and maximally stretched). The surviving length in each group did not differ 
significantly, but flaps under maximal tension were more likely to exhibit distal necrosis 
(46). However, this is a rather blunt and subjective measure of blood perfusion 
compared to LSCI. Zötterman et al. used LSCI to predict flap necrosis in a porcine 
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model. A decrease in perfusion to a value <25  PU in the first 30 min after surgery was 
a predictor of tissue morbidity 72 h after surgery. They suggested that LSCI could be a 
promising technique for perioperative monitoring in reconstructive flap surgery (41). 

Furthermore, it is possible that perfusion may be affected after the flap has been 
attached to the recipient site. A recent study on bipedicle random advancement skin 
flaps (including skin and orbicular muscle) on eyelids in 7 patients with median length 
and width of the skin flaps of 13 mm (range, 8–20 mm) and 10 mm (range, 5–11 mm), 
respectively, showed that immediately postoperatively, the perfusion in the distal end 
of the flaps had fallen to 54% (47). Unfortunately, the blood perfusion in the flaps was 
not measured before the flaps were sutured in place. Furthermore, the degree of 
stretching was unknown, and it was thus impossible to compare the difference between 
blood perfusion before and after the flap was sutured to the recipient site.  

Larrabee et al. investigated the relationship between wound-closing tension, blood flow, 
and flap viability in random skin flaps on pigs with laser Doppler flowmetry. In flaps 
with a poor blood supply, there was a  significant increase in flap necrosis in flaps closed 
with a tension greater than 0.25 kg. Measurements with laser Doppler flowmetry 
showed an inverse relationship between flap tension and blood flow in these flaps, 
which correlated well with flap necrosis (48). Burkhardt et al. investigated the role of 
flap tension in primary wound closure of mucoperiosteal flaps in sixty patients. The 
wound closing forces were measured with an electronic tension device before suturing, 
and was found to vary between 0.01 and 0.4 N. A tension of 0.01-0.1 N was applied 
in 72% of cases, resulting in few cases of dehiscence (10%), while higher closing forces 
(>0.1 N) led to a significant increase in wound dehiscence (≥ 40%) (49).  

Blood perfusion in rotational flaps 

The effects of flap rotation on blood perfusion were studied in both pigs and humans 
(Studies I, II, and IV). The results of Study I showed that rotation of the random skin 
flaps on pig flank by up to 45° had no significant impact on blood perfusion, while 
rotation by 90° reduced perfusion to 54% of the baseline value. Rotating the Hewes 
tarsoconjunctival flaps by 90° had no significant effect on perfusion, while further 
rotation to 180° reduced the perfusion to 75% of the baseline value (Study II). In Study 
IV, on upper eyelid random skin flaps in humans, the results showed that rotating the 
flaps by 90° had no significant effect on the perfusion. 
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It is not unnatural to assume that rotating a skin flap would impair blood perfusion 
due to strangulation of the blood vessels. It has been reported in a previous study that 
the maximum tension in a rotational flap is found between 90° and 135° (50). 
However, the results of the present study show that human eyelid flaps could be rotated 
by 90° without the blood perfusion being significantly compromised. In Studies II and 
IV the base of the flaps was medial. It may be argued that a flap based on the medial 
upper eyelid is not necessarily a random flap due to distinct branches of the angular 
artery. However, the skin flaps in Study IV were dissected so as to avoid the angular 
artery and its subsequent arcades, and were therefore considered random flaps. 
Nevertheless, it cannot be ruled out that the results may have been different if the flaps 
had been dissected extending from the lateral canthus. Furthermore, it is possible that 
perfusion may be affected after the flap has been attached to the recipient site.  

Blood perfusion when stretching a rotational flap 

The effects of combined stretching and rotation were investigated in Studies I, II, and 
IV. The results showed that when stretching with a force of 3 N was applied to the 
already 90° rotated skin flap on the pig flank, the perfusion decreased to 26% of the 
baseline value (Study I). A similar investigation was carried out in Study II, using Hewes 
tarsoconjunctival flaps, which showed that when a stretching force of 5 N was applied 
to the already rotated tarsoconjunctival flap (90°), the perfusion decreased to 63% of 
the baseline value. Increasing the stretching force to 10 N caused the perfusion to 
decrease further, to 36% of the baseline value. In human upper eyelid skin flaps (Study 
IV) the combination of rotation (90°) and a stretching force of 2 N reduced the 
perfusion to 22% of the baseline value.  
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Figure 12. (A) Photograph (top) and LSCI image (bottom) of an upper eyelid flap that has been stretched and rotated. (B) 
Blood perfusion in upper eyelid flaps 0.5 cm from the flap base, expressed as the percent of perfusion in the flap base, 
showing the effect of rotating the flap by 90° and stretching it with forces of 0.5, 1, and 2 N. 

The results presented above show that the combination of rotation and tension had 
considerable effects on perfusion. Such effects could be avoided by making the flap as 
long as the defect, where possible, to avoid having to stretch the flap. The results of 
Studies I, II, and IV were in line with each other. In this studies we compared the 
combination of rotation and stretching to baseline and not to stretching alone. In a 
previous study by our group, no significant differences were seen in perfusion when 
combing stretching and rotation, compared to stretching alone, of a full-thickness 
eyelid flap (38).  

In the present work, blood perfusion was measured and not the survival of the flap. It 
is therefore not possible to define the degree of perfusion that is required for survival or 
healing of the flap. Neither could flap necrosis be evaluated. According to Tyers and 
Collin, many flaps survive even when they appear discolored during the first few days 
postoperatively (51). We know that the richly vascularized periorbital region provides 
a significant margin of safety in flap design. Indeed, it has been shown that there is 
little, if any, perfusion in the distal end of Hughes tarsoconjunctival flaps (52) but 
Hughes flaps survive despite this. Furthermore, in a recent case report by our group, a 
free full-thickness eyelid graft was described that healed well despite the absence of 
vascularization, and this may be an alternative surgical technique in the future (53).  
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The effects of diathermic coagulation on blood perfusion 
in flaps  

The effects of diathermic coagulation on blood perfusion in flaps was explored in 
Studies II and III. The experiment on porcine Hewes tarsoconjunctival upper eyelid 
flaps showed that diathermic coagulation had detrimental effects on perfusion. The 
blood perfusion decreased after each of the four applications to the base of the eyelid 
flap. After the first application, the perfusion was reduced to 56% of the baseline value. 
Successive applications led to further decreases, to 43%, 31%, and 15% after the 
second, third, and fourth applications. Similar results were obtained in Study III on 
human upper eyelid skin flaps. The blood perfusion decreased after each of the 3 
applications of diathermic coagulation to the base of the eyelid flap. After the first 
application (at the upper edge of the base), the perfusion was reduced dramatically, to 
only 13% of the baseline value. After the second application (to the lower edge of the 
base) the perfusion was further reduced to 6%. After the third application of diathermic 
coagulation, in the middle of the base, the blood perfusion was reduced to only 4% of 
the baseline value.  

 
 

 

Figure 13. Scatter plots showing the effect of applying diathermic coagulation: (A) four times on Hewes tarsoconjunctival 
flaps in the porcine model, and (B) three times on human upper eyelid skin flaps.  

Blood perfusion decreased considerably following the first application of diathermic 
coagulation in both the porcine and human eyelid flaps. To the best of the author’s 
knowledge, this is the first time the effects of diathermic coagulation have been 
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measured on eyelid flap blood perfusion. These observations are thought-provoking, 
and suggest that the use of diathermic coagulation should be carefully considered, 
especially in cases of a long thin flap that is poorly perfused. Repeated diathermy at the 
base of the flap probably causes the flap to function more like a free graft than a flap. 
Diathermic coagulation of the flap pedicle should thus be avoided, if possible, to ensure 
adequate vascularization of the flap.  

Overdam et al. studied intra‐ocular diathermic coagulation on porcine cadaver eyes and 
observed in fundal photographs that the blood columns in the artery and vein had been 
interrupted by coagulation. The coagulation site and the blood vessel downstream from 
it showed no flow during perfusion of the ophthalmic artery with fluorescein‐stained 
fluid. The histology examination showed coagulated and closed retinal blood vessels 
following the application of diathermic coagulation (54).  

The design of the studies in the present work did not allow for measurements on the 
days following surgery. It is therefore not known whether the low perfusion continued in 
the hours or days after surgery. It is possible that ischemia leads to vasodilation and an 
increase in the blood flow through the conjunctival vessels during a period after surgery. 
Tissue may be able to survive for many hours, and perhaps even days, with very little or no 
blood flow (55-57).  

LSCI in reconstructive surgery 

Laser speckle contrast imaging could easily be implemented in clinical routines in 
reconstructive surgery to determine blood perfusion, as it is noninvasive, and the 
measurements are not very time-consuming. LSCI has also shown good interobserver 
reliability (58). However, the use of laser-based methods is associated with some 
limitations due to motion other than that of the blood, which must be overcome. It 
has also been reported that perfusion appeared to increase with increasing tissue 
motion. The relation was independent of frame rate and number of image. The angle 
of measurement was also found to be important since perfusion appeared to decrease 
with increasing angle (9% at 45° and 16% at 60°). However, the perfusion did not vary 
significantly when measurement distance from LSCI to the tissue was between 15 and 
40 cm (59). Nevertheless, artifacts will be introduced by movement resulting, for 
example, from breathing and blinking, and care must be taken to eliminate all sources 
of motion error. In the human eyelid skin flap study, the traction sutures also served to 
prevent movement, reducing the influence of artifacts on the results. Efforts were also 
made to limit motion-induced artifacts by instructing the patients to remain still during 
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the recordings. Other methods of overcoming motion artefacts, such as shorter 
sampling times, simultaneously recording the signal backscattered from an adjacent 
opaque surface, or retrospective motion correction techniques, have been suggested (60, 
61). However, no definitive solution has yet been found. LSCI is unfortunately still not 
a quantitative method, although considerable advances have been made by Dunn et al. 
through the introduction of multi-exposure speckle imaging (62).  

Laser speckle contrast imaging would be particularly important in cases where flaps or 
grafts are at risk of failure, i.e., when the geometry or size of the flap indicates a risk of 
poor perfusion, or when the patient has poor microcirculation, as in the case of 
diabetics, smokers, or those with cardiovascular disease. If graft failure could be 
identified early, timely revision could be carried out and the healing process optimized.  
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Conclusions and future perspectives 

Conclusions 

Based on the studies presented in this thesis, it was concluded that blood perfusion falls 
rapidly with distance from the base of random advancement skin flaps, both on the pig 
flank and on the human upper eyelid, and the results suggest that skin flaps in human 
upper eyelids are only well perfused in the proximal 15 mm, regardless of the width of 
the base (5 mm or 10 mm). Beyond 15 mm the perfusion leveled off and was low. 
Stretching advancement flaps affected the perfusion significantly in skin flaps on the 
pig flank and in human upper eyelids. 

Rotating a random skin flap appears to have little effect on blood perfusion. However, 
when the flaps are both rotated and stretched the blood perfusion decreased 
significantly. A compromise must thus be found between the length of the flap and the 
degree to which it is stretched in order to repair a defect. The combination of rotation 
and stretching may be avoided when long flaps are possible.  

The use of diathermic coagulation has detrimental effects on blood perfusion and 
should be avoided or carefully considered, especially when the flap is long and thin. 
Repeated diathermic coagulation at the base of the flap probably causes the flap to 
function more like a free graft than a flap.  

Future perspectives 

The work described in this thesis has resulted in some interesting findings related to 
blood perfusion primarily in eyelid flaps, when subjected to stretching, rotation, and 
diathermic coagulation. These studies were focused on the measurement of flap 
perfusion, with no long-term follow-up of the viability of the flaps. However, in the 
clinic, flap viability is often more important. It would therefore be interesting to 
investigate the effect of stretching force and the degree of rotation on the survival of 
skin flaps used to repair defects resulting from tumor surgery (and not as part of a 
blepharoplasty procedure as in the current study). Future studies should also focus on 
other parts of the body than the periorbital and facial region. It could also be of great 
value to explore the effects of age, diabetes, smoking and atherosclerosis on flap survival.  
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Diathermic coagulation appears to have an initial negative effect on blood perfusion in 
the flaps, but the long-term effect is still unknown. Studies should therefore be carried 
out to clarify the long-term effects of diathermic coagulation on flap survival. 

LSCI is a promising technique in perfusion monitoring in flap and reconstructive 
surgery. The system is fast, non-invasive and has good spatial resolution. However, if 
LSCI could be developed to allow absolute measurements of perfusion, this would 
make interpatient comparisons possible. The ability to choose the measurement depth 
would also be of a great value.  

  



37 

Populärvetenskaplig sammanfattning 

Cu! Vad forskar du om? 

Blodcirkulationen i lambåer, främst i ögonlocken. 

Vad är en lambå?  

En nästintill avskuren vävnadsbit, som används för att täcka ett sår eller tomrum som 
till exempel uppkommit efter cancerkirurgi. 

 

Figur 1. Illustration av en lambå, som används för att täcka ett tomrum i övre ögonlocket (illustratör Jenny Hult).  

Hur har ni gått tillväga? 

Vi har tittat på lambåer, främst hudlambåer, hos både grisar och människor. Syftet var 
att undersöka hur blodcirkulationen ändrade sig längs med hela lambån. Vi var även 
intresserade av att se hur blodcirkulationen påverkades när lambåerna sträcktes och/eller 
roterades samt diatermerades.  

Vad betyder diatermera? 

Det är ett effektivt sätt att stoppa blödningar som ofta används i samband med 
operationer, inte minst vid lambåoperationer. Principen är att med ström koagulera 
blodet så det slutar blöda från ett kärl.  
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Hur gör ni för att mäta blodcirkulationen i en lambå? 

Vi använder en mätteknik, som på engelska kallas Laser Speckle Contrast Imaging. 
Mätapparaten använder en laserstråle för att mäta rörelse i blodet i de små ytliga 
blodkärlen.  

 

Figur 2. Utrustning för mätning av blodcirkulationen (tryckt med tillåtelse av Perimed AB, Sverige). 

Hur är blodcirkulationen i en lambå? 

En lambå har två ändar; en bas och en spets. Basen kallas den del som sitter fast  med 
övrig vävnad och medan spetsen är den del som sitter längst bort från basen (figur 1). 
Vi såg att den bästa blodcirkulationen var i basen. Blodcirkulationen blev snabbt sämre 
ju längre ut på lambån man kommer. Den faller inte i jämn takt utan avtar hastigt de 
första 15 mm för att sedan hålla sig på en låg nivå.  

Hur påverkades blodcirkulationen när ni sträckte eller roterade lambåerna? 

När vi sträckte lambån föll blodcirkulationen och ju mer vi sträckte desto mer föll den. 
Att rotera en lambå 90° är ganska förlåtande, i alla fall ögonlockslambåer. Vi såg då 
ingen säker förändring i blodcirkulationen. Vid rotation till 180° såg vi en liten 
försämring av blodcirkulationen.  

Vad hände när ni både sträckte och roterade lambån? 

Det visade sig vara förödande för blodcirkulationen. Om du till exempel roterar en 
hudlambå, i övre ögonlocket hos människor, med 90° och sedan sträcker den med en 
kraft motsvarande 200 g kommer blodcirkulationen att falla med hela 80%. 
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Intressant. Vad hände när ni diatermerade lambåerna? 

Vi såg att blodcirkulationen till lambån snabbt tog mycket stryk. Inte överraskande blev 
blodcirkulationen sämre och sämre ju flera gånger vi diatermerade och efter tre gånger 
med diatermi var det i stort sett ingen blodcirkulation i lambån.  

Vad är slutsatsen av dina studier? 

Ett: blodcirkulationen faller mycket snabbt från basen av lambån till dess spets. Två: 
blodcirkulationen faller dramatiskt när vi sträcker eller när vi  både sträcker och roterar 
en lambå. Tre: blodcirkulationen försämras avsevärt när vi diatermerar en lambå. 

Hur kommer de här kunskaperna att kunna vara till nytta för patienterna? 

Det här är begynnande steg för att öka vår förståelse om blodcirkulationen i lambåer. 
Förhoppningsvis kan det så småningom mynna ut i förbättringar av operationstekniker 
för lambåer. Vilket jag hoppas kommer att hända i närliggande framtid.  

Då har vi något att se framemot. Tack för att du ställde upp! 

Tack själv! 
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